Desmoid tumor arising around the distal tubing of a cerebrospinal fluid shunt.
A case of desmoid tumor in the abdominal wall as a cause of malfunction of a cerebrospinal fluid shunt is presented. The desmoid tumor arose from the reactive fibrose tissue formed around the silastic distal tubing and caused the catheter to become disconnected from the reservoir.